16. 


tp 


18. 


19. 


20. 


SECTION C — (3 х 10 = 30 marks) 
Answer any THREE questions. 


Draw the circuit of De' Sauty bridge and tell how 
it used to measure capacitance. 

Y erig Што ет а wwa, Ag стент 
ет05555 Apar amA ишет 8051 елт 
Qerági. 


With a neat diagram explain how A/D Converter 
works? What are the main advantages of 
successive ADC over dual slop ADC? 

gi. шп ает (uie Sms daums 905 
ешю! би бт Arig. Qr e». amie, АРС g efl. 
205505 ADC Ger qu pereniosér utwa? 
Describe the construction and working of FFT 
analyzer 

FFT ugs umirefludlem a (Biomemb Wbm 


Qawdur w ееш. 


Explain the working of an ECG machine. 
mAN. шБ9758ет Glaweum e». Aig. 


Wheat is stress? What is Strain? How a machine 
can measure Strain? Explain in detail. 

smaa aipa eremer? Ay aimi aia? PH 
Qudri cráreimpi Ay amaA ygyi? Aars 
efler&.. 
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BSPH66/USPH66 — INSTRUMENTATION 
TECHNIQUES 


Maximum : 75 marks 
SECTION A — (10 x 2 = 20 marks) 
Answer ALL questions. 


Name the unit of capacitance. 
ien às5S mer - Sie телет? 


Define Mutual inductance. 
шлет ene) UOU- 


What is necessary for an A/D Converter? 
g/4 tombé єтөйөл 6:900? 


Draw a block diagram of 4 bit digital counter. 
4 A цес: а веет ет ©з eeu. $e 
euer uieqib. 


Give the applications of Ultrasound. 
(ШОшпе) Hye uium Gan. 


What is unit of frequency of a wave? 
adirda „эуе créer? 
Write the difference between resting and action 
potentials. 
Феу шйшь — Gaué ^ eui DET 
бопе =й&@штг&6р5 psi. эден: 
515 


10. 


п. 


12. 


What kind of signals EMG measure? 
web.. apab erba amsar —sil&e» (sepa 
ATL ариб? 


What is piezoelectric effect? 
«21955 Штат Awm airi єтётөт? 


How you can improve the efficiency of a GM 
Counter? ч 


GM &ejesm. filer 


Qrupa eráiaumi 
GiibLi( Aseo Tib ? 
SECTION B — (5 x 5 - 25 marks) 
Answer ALL questions. 


(a) How Maxwells Bridge Work? 
Сшёао@ефедет отер riang uiii 0517 
Ог 


(b With a help of a block diagram explain 
shortly about AC digital voltmeter. 
ё Gar шерш 5967 » Беи gA 
йг À 08 ести db ЫЙ едра, 


(a) Write a short note about the working of a 


Digital Multimeter. 
Са wog ат Cama ий em Ap 
Шер e(l. 
Ог 
(b Ноу a digital frequency meter work? 
Explain with block diagram. 
(5 bo asiduo тенет 


urls? asr єнєрї! баи ел Aass. 
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13. 


14. 


15. 


(а) 


(b) 


(a) 


. b) 


(a) 


(b) 


With a block diagram explain the working of 
IR spectrometer. 


Qs ее gj. dn 
Lo E na RR @зша&ип_єю\_ 
&йеп&вуй тг). 


8-57. 


Ог 


Write а short note about distortion analyzer. 
Aas usuri ub! gG Ag (500600 
TYS. 


What is bioelectric potentials? How many 
types are there? Why we need to measure it? 
awi Шет .9ybmé rid ri? erbgenew 
amssd e drerer? pmb er AVS ANAL 
Сает? 

Or 


Write a short note about Pacemakers. 
GuievGio&siase»eni uml em 4p 00и 
єр. 


Explain how pressure сап be measured using 
electrical transducers. 


Шет yrei 1 веет ишел s 
ASS, era1aummi amA pyy 
ereimLiens PE 

Or 


With a help of a diagram explain in short 
about the working of GM Counter. 
(5 еу &@ёт э ейщ. єт GM syri 
ama ШЙ &qm&siora efilar&s;. 
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